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The design of novel bidirectional interfaces for in vivo and in vitro nervous systems is an important 
step towards future functional neuroprosthetics. Small electrodes, structures and devices are 
necessary to achieve high-resolution and target-selectivity during stimulation and recording of 
neuronal networks, while signifi cant charge transfer and large signal-to-noise ratio are required 
for accurate time resolution. In addition, the physical properties of the interface should remain 
stable across time, especially when chronic in vivo applications or in vitro long-term studies 
are considered, unless a procedure to actively compensate for degradation is provided. In this 
short report, we describe the use and fabrication of arrays of 120 planar microelectrodes (MEAs) 
of sputtered Iridium Oxide (IrOx). The effective surface area of individual microelectrodes is 
signifi cantly increased using electrochemical activation, a procedure that may also be employed 
to restore the properties of the electrodes as required. The electrode activation results in a very 
low interface impedance, especially in the lower frequency domain, which was characterized 
by impedance spectroscopy. The increase in the roughness of the microelectrodes surface was 
imaged using digital holographic microscopy and electron microscopy. Aging of the activated 
electrodes was also investigated, comparing storage in saline with storage in air. Demonstration 
of concept was achieved by recording multiple single-unit spike activity in acute brain slice 
preparations of rat neocortex. Data suggests that extracellular recording of action potentials 
can be achieved with planar IrOx MEAs with good signal-to-noise ratios.
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both of these requirements. This short paper will examine and 
discuss the use of arrays of activated IrOx electrodes, and their use 
for short-term in vitro extracellular recording of neuronal electrical 
activity. We report preliminary results employing neocortical acute 
tissue slices of the rat brain, selected as a target example to charac-
terise IrOx electrode ageing and the recording of weak spontaneous 
electrical activity (Egert et al., 2002).In this context, in vitro simulta-
neous multisite recording of the spontaneous and evoked electrical 
activity of the nervous system represent an important step towards 
the understanding of the network-level and single-cell correlates 
of many (patho)physiological mechanisms (Rinaldi et al., 2007; 
Silberberg and Markram, 2007), as well as a crucial requirement 
for the validation of large-scale mathematical models and theories 
of the brain (Markram, 2006; Traub et al., 2005).
MATERIALS AND METHODS
IrOx MICROELECTRODES ARRAYS
Microelectrode arrays (MEAs) were fabricated in clean rooms at the 
Institute of Microtechniqe of the EPFL and Institute of Electrical 
Engineering I at RWTH Aachen University, through a custom tech-
nological process (Figure 1). Briefl y, a reversal photoresist lift-off 
INTRODUCTION
A number of reports, documenting the use of IrOx microelec-
trodes for neuroengineering and biomedical applications, have 
been recently presented in the literature. The interest in this mate-
rial is driven by its excellent properties as a functional coating for 
implantable stimulation electrodes, with applications in stimulat-
ing/recording heart, neuronal or retinal tissues (Blau et al., 1997; 
Cogan, 2006; Marzouk et al., 1998; Mokwa, 2007). High-resolution 
electrical stimulation and recording directly benefi ts from mini-
aturization of the electrodes, whilst retaining a high and reversible 
charge capture and delivery capacity (Cogan et al., 2005; Wessling 
et al., 2006). Although electrode coating with nanoparticles dem-
onstrates excellent performances both in stimulation (Mazzatenta 
et al., 2007) and recording (Gabay et al., 2007; Gabriel et al., 2008; 
Keefer et al., 2008), the regenerative electrical activation of IrOx 
electrodes is simpler and faster than nanotechnological fabrication 
or deposition processes.
In applications requiring extracellular recordings, the effi ciency 
of the charge-delivery capacity of the electrodes material is of lower 
priority. However, low impedance and long-term stability of the 
interface is an important requirement and IrOx electrodes provide 
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technique (AZ5214, Clariant, Germany) was employed to pattern 
metal using a glass substrate. The iridium layer was sputter-deposited 
as described in Wessling et al. (2007), with the following parameters: 
180°W – DC Power, 100 sccm – Argon fl ow and 10.4 sccm – oxygen 
fl ow. A layer of photosensitive SU-8 (5 µm) was fi nally used as an 
insulating layer (Lorenz et al., 1997), covering the iridium leads while 
leaving free access to the electrodes sites and contacts (Figure 1A).
The MEA layout consisted in a 12 × 10 square grid arrangement 
of 120 circular microelectrodes, each measuring 30 µm in diam-
eter and located 100 µm apart from each other (Figure 2B). MEAs 
were glued onto printed circuit boards (PCB – Figures 1B and 2) 
by a screen-printing technique, to provide external interfacing to 
multichannel amplifying electronics (Figure 2A). Platinum-based 
MEAs, with identical layout and electrode geometry, were also fab-
ricated (Nam et al., 2006), and employed for comparison. Finally, 
the recording chamber was sealed with epoxy and silicone sealant 
(e.g. Sylgard 184, Distrelec, Switzerland) to ensure watertight con-
nection of the MEA (Figure 1B).
PREPARATION OF BRAIN SLICES AND PHARMACOLOGY
Brain slices (300 µm thick) were prepared from Wistar rats, on 
postnatal days 15–20, by standard procedures (Köndgen et al., 
2008), in accordance with institutional and national guidelines 
(Cantonal Veterinary Service, license n. 1550.1 to M.G.). Briefl y, 
brains were quickly excised and rinsed in ice-cold (<4°C) artifi -
cial cerebrospinal fl uid (aCSF; containing in mM: 125 NaCl, 25 
NaHCO
3
, 2.5 KCl, 1.25 NaH
2
PO
4
, 2 CaCl
2
, 1 MgCl
2
, 25 glucose, 
continuously bubbled with 95% O
2
, 5% CO
2
). Parasagittal neocorti-
cal slices were cut with a vibratome (VT1000S; Leica Microsystems, 
Wetzlar, Germany), trimmed down to an area of about 3 × 2 mm2 
centered to the primary somatosensory area (S1), and incubated 
at 35°C for 45 min. Slices were afterward left at room temperature 
(24°C). Electrophysiological recordings were carried out at room 
temperature, perfusing slices with an extracellular solution that 
differed from the aCSF in the concentration of potassium, calcium 
and magnesium ions (i.e. 6.25 KCl, 1.5 CaCl
2
, 0.5 MgCl
2
, bubbled 
with 95% O
2
, 5% CO
2
). This results in an increase of the basal level 
of spontaneous electrical activity, as in Berger et al. (2006) (see also 
Richardson et al., 2005). In some experiments, NMDA (N-methyl-
D-aspartic acid, 10–100 µM) was applied to mimic the non-selec-
tive activation of glutamatergic NMDA-receptors and further probe 
network-level excitability. All the chemicals were obtained from 
Sigma-Aldrich or Merck (Switzerland).
SURFACE COATING OF THE MEAs
MEAs were used repeatedly and cleaned before each experiment 
with methanol and distilled water. To improve mechanical adhesion 
of the tissue slice, the MEA surfaces was routinely coated with cellu-
lose nitrate (CN, Schleicher & Schuell, Dassel, Germany) dissolved 
in methanol (0.14 mg/ml). 4–6 µl of this solution was spread out 
around the electrode area and dried in air. A glass ring (diameter 
20 mm), glued to the PCB base plate with silicone rubber (Sylgard 
184, World Precision Instruments, Berlin, Germany), formed a 
recording chamber with a volume of 1.5 ml.
RESULTS
IRIDIUM ACTIVATION PROCESS
IrOx microelectrodes were activated and restored to the activated 
state using a simple electrical protocol: each MEA electrode was 
connected to a potentiostat (AUTOLAB PGSTAT302, Echochemie, 
The Netherlands), with the counter and the reference terminals 
connected to a small platinum plate electrode, dipped into the phos-
phate buffer solution (PBS 10 mM phosphate buffer, 2.7 mM KCl 
and 137 mM NaCl, pH 7.4 at 25°C, Sigma-Aldrich, Germany) with 
a contact surface of a few square millimeters. The MEA electrodes 
were used as the working electrodes (Bockris et al., 2000). For the 
sake of simplicity, all 120 electrodes were activated simultaneously 
by connecting them in parallel rather than using a long and tedious 
but more controlled serial process. This approach, may however, 
lead to an inhomogeneous current density, so that the degree of 
activation would differ from one electrode to another.
In order to study the activation, as well as the effects of aging and 
reactivation, a number of linear voltage sweep cycles were performed 
until the peak current at the sweep maximum and minimum voltage 
no longer increased from one cycle to the next. Four or fi ve cycles, 
from 1.4 to −1.4 V were found necessary to achieve this condition 
and thence surface activation. A number of trials were required to 
achieve successful activation and reproducible results. After one or 
two cycles, micrometer sized bubbles could occasionally form on top 
of the electrodes as the relatively high voltage used caused electrolysis 
of water. Since these bubbles were found to partially mask or shield 
the electrodes from the electrolyte, a small plastic needle was used to 
establish a liquid fl ow on top of the electrode surface and detach the 
bubbles, allowing the electrode activation process to resume. In addi-
tion, because of the platinum counter/reference electrode properties, 
the measured sweep current was sometimes asymmetric. In order to 
prevent this effect a DC voltage offset (up to 0.2 V) was used to com-
pensate for activation currents that were too large in magnitude.
After (re)activation, the electrode arrays were rinsed carefully 
in PBS solution and the electrode impedance characterized using 
a precision impedance analyzer (4294A, Agilent, USA).
FIGURE 1 | Cross-section of a microelectrode array (A), showing the 
substrate, metal and insulation layers (SU-8 epoxy). The MEA is 
assembled to a PCB that allows signal interfacing for amplifi cation and data 
acquisition (B). Glass substrates are glued under the PCB with conductive 
materials, providing contacts to the PCB tracks. Finally, a glass ring was 
mounted on the top of the MEA using an epoxy/silicone sealant, defi ning a 
watertight recording chamber.
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The results of the activation protocols are summarized in 
Figure 3, where the characteristic frequency of the electrode double 
layer impedance decreases by three orders of magnitude compared 
to inactivated electrodes (taken at 45° phase point), from 105 to 
102 Hz. The impedance homogeneity was also found to be very 
high, with differences only at higher frequencies probably resulting 
from stray capacitances in the leads rather than from heterogeneity 
in electrode surface properties.
Aging of the electrode impedance properties was determined 
by measuring the impedance after 48 h, with electrodes stored in 
PBS or dry (Figure 4). Storing MEAs in a dry environment leads 
FIGURE 2 | Top view of the full MEA assembled on a PCB (A) and close-up 
of the substrate electrode array (top-left corner) (B), showing 16 electrode 
sites and the insulated leads. Each microelectrode is 30 µm in diameter, with a 
100-µm spacing, arranged in a 12 × 10 square grid layout. A brain tissue slice (C), 
obtained acutely from the somatosensory rat cortex and comprising cellular 
layers between the pia and the white matter (WM), can be mechanically coupled 
to the MEA to record and stimulate the neuronal electrical activity (see 
Figure 6).
FIGURE 3 | Electrochemical impedance spectroscopy was performed on 
sets (n = 10) of micro electrodes. Measurements were performed in PBS, 
with a conductivity adjusted to 12,800 µS/cm with deionized water before and 
after activation. The plots show the magnitude (upper panel) and the phase 
(lower panel) of the impedance of the electrode–electrolyte interface, over the 
frequency range from 100 Hz to 5 MHz (100 sample points), with 50 mV 
modulation amplitude. After MEA activation, the charge transfer properties are 
greatly improved, changing the fi lter-properties from a high-pass to an all-pass 
in the low frequency range.
FIGURE 4 | Electrochemical impedance spectroscopy (as in Figure 3), for 
MEAs stored dry or in PBS for 48 h. The substantial decrease in the 
impedance magnitude resulting from the activation process (compare to 
Figure 3, top panel) was partly lost for electrodes (n = 8) stored in PBS. On 
the other hand, electrodes stored in air (n = 10), showed an unchanged profi le 
after 48 h.
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FIGURE 5 | The surface roughness of MEAs, before and after IrOx 
activation, studied by digital holographic microscopy (A–C) and scanning 
electron microscopy (D). The fi rst technique reveals a substantial difference 
in the vertical nanometer scale surface roughness following IrOx activation 
(B), compared to electrode surface before activation (A). (B) Shows an 
image of an electrode after 1 month of storage in air, whilst 
electrodes stored for 1 month in PBS (C) degenerate and return to a 
condition intermediate between (A) and (B). Scanning electron 
microscopy shows the nanometer scale surface roughness of an activated 
electrode (D).
to a small increase in phase and impedance, by only a few per-
cents. As expected, the electrode impedance reduced with time 
when MEAs were stored in PBS. After reactivation with one or two 
activation cycles, the original properties of the electrodes could be 
recovered.
ELECTRODE IMAGING
To further characterize the activation and aging effects of 
IrOx MEAs, topographic images were acquired using a digital 
 holographic microscope capable of resolving vertical  surface 
roughness in the nm range (DHM R1000, Lyncée Tec SA, 
Switzerland). In this technique the in-plane resolution is still 
limited by  diffraction, and was in the sub-micrometer range 
(Montfort et al., 2006).
As shown in Figure 5A–C, after digital reconstruction, the holo-
gram of the electrode surface shows that the increase in roughness 
induced by activation is still present after 1 month of storage in 
dry conditions. For electrodes stored in saline, the surface had 
returned to an intermediate state, consistent with data in Figure 4. 
Figure 5D shows scanning electron microscopy images, indicating 
that the activated IrOx surface has nanometer scale roughness 
details.
NOISE CHARACTERIZATION
Noise analysis was performed on the raw voltage traces, recorded 
in sets of fi ve, obtained with the electrolyte used in the electro-
physiological experiments (i.e. aCSF – see Materials and Methods). 
Although the A/D 12-bits conversion resolution (i.e. 0.052 µV/
level) used for detecting neuronal activity was just able to resolve 
the very small signal-amplitude of the noise in IrOx electrodes, the 
distribution of the amplitudes was Gaussian, with a standard devia-
tion of 0.66 µV (for 181 planar IrOx electrodes). These excellent 
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features can be compared to arrays of platinum microelectrodes, 
fabricated using an identical process and layout. The same noise 
analysis performed on these MEAs had 10-times worse perform-
ances (i.e. 5.7 µV, across 123 planar Pt electrodes).
ELECTROPHYSIOLOGICAL RECORDINGS AND ANALYSIS
Neuronal spiking activity was recorded extracellularly using the 
IrOx integrated thin-fi lm MEAs as in (Egert et al., 2002). Slice 
alignment to the inner area of the MEA was performed manually 
under visual control, making each of the six cortical layers cover 
the electrodes.
After 5 min of accommodation time following the mounting 
of each slice on the MEAs, spiking activity was monitored and 
recorded for 30 min. Signals from each electrode were amplifi ed 
(1200 times) and band-pass fi ltered (300–3000 Hz) with a 120-
channels amplifi er (Ayanda Biosystems SA, Lausanne, Switzerland). 
Raw signals were further sampled at 25 kHz/channel from 120 chan-
nels simultaneously, and digitized (12-bit) through a 128-channel 
PCI-bus A/D card (Multi Channel Systems, Reutlingen, Germany) 
for off-line analysis. MCRack (Multi Channel Systems, Reutlingen, 
Germany) was used to acquire and store the data (2 Gb/session). 
Data were analyzed using Matlab (The Mathworks, Natick, MA, 
USA) and custom software written in C. Raw data were digitally 
conditioned using second order Butterworth fi lters 150 Hz and 
2.5 kHz and fully rectifi ed. The occurrence of an action potential 
was identifi ed by a peak-detection algorithm, based on the crossing 
of an adaptive threshold (i.e. the LimAda algorithm of Wagenaar 
et al., 2006). Recorded events included the time-stamp of the spike, 
the index of the corresponding electrode, and the preceding 2 ms 
and following 4 ms of the corresponding voltage trace (Figure 6B). 
The conclusions reported here are based on repeated observations 
collected by MEAs on six cortical tissue slices.
Figure 6 is a sample of a recording, showing extracellular volt-
ages recorded from a few IrOx electrodes. As discussed in the 
previous section, the good signal-to-noise ratio translates to a 
substantially higher probability of detecting single-unit activity 
FIGURE 6 | Extracellular voltages, recorded from IrOx electrodes (A), 
demonstrates excellent signal-to-noise ratio in probing spontaneous 
spiking activity in acute slices of rat neocortex. Asterisks identify the 
occurrence of single-unit events, whose waveforms (B) resemble the second-
derivative of an intracellular action potential, consistent with the expected 
behavior of the neuron–electrode electrochemical interface. (C) Due to a higher 
intrinsic noise, planar platinum MEAs allow only the detection of strong signals 
and generally transduce less neuronal activity. Transient collective network 
responsiveness to bath application of an agonist of glutamatergic excitatory 
synaptic receptors (i.e. NMDAR), occurred at the time indicated by the arrow, and 
were simultaneously monitored by the IrOx MEAs electrodes. (D) Once 
detected by an adaptive-threshold peak-detection algorithm, spikes from 
individual electrodes are represented by the time of occurrence (top panel) or by 
the overall event rate, specifi ed in bins of 1 s (bottom panel).
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in acute slices of rat neocortex. As discussed in Martinoia et al. 
(2004), single-unit events resemble higher time-derivative of an 
intracellular action potentials, consistent with the electrical proper-
ties reported in Figure 3. In preliminary results we found that IrOx 
MEAs detected more spontaneous activity than Pt-MEAs, although 
a more accurate quantitative comparison requires the same brain 
tissue slice to be removed from one MEA and mounted on another. 
Such a procedure was mechanically stressful for the tissue and it 
was not pursued in this study.
DISCUSSION
The extracellular spontaneous spiking activity level measured 
using the activated IrOx MEAs demonstrate that good results 
can be achieved with these planar electrodes. In general, for similar 
signal-to-noise ratios, 3D electrodes or platinum black electrodes 
have been proposed (Heuschkel et al., 2002), although at the cost 
of more complicated manufacturing process (3D devices) and 
less reproducible results (platinum black). The high reproduc-
ibility of the IrOx impedance data across the array (Figures 3 
and 4) is due to the fact that the activation process self-limits 
because the current density saturates after a number of cycles. 
Electrodeposition of Pt-black is infl uenced by the distribution 
and the current density at the electrode surface, which varies 
from one electrode to another as well as during the deposition 
process through changes of electrode surface geometry. In addi-
tion, electrodeposition of Pt-black on 120 electrodes MEAs is 
particularly challenging and time consuming as it requires on-line 
monitoring of individual currents at each electrode throughout 
the entire deposition process.
The storage of the IrOx electrodes in dry conditions showed 
that electrode properties can be preserved. On the other hand, 
although a reactivation process is possible, electrode degradation 
is considerable in PBS.
Although the study degradation process would deserve more 
attention, it is likely that such an electrode aging is due to the IrOx 
returning to a lower oxidation level thus decreasing its effective 
surface, as its observed correlates are fully reversible. The electrical 
reactivation process is not compatible with the presence of biologi-
cal samples, which makes the quality of long-term monitoring (over 
48 h) dependent on the electrode ageing.
Nevertheless, measurements over shorter time windows, par-
ticularly useful in slice electrophysiology, can be achieved with 
acceptable electrode properties. In such a case, the array can be 
then daily reactivated and cleaned a number of times, to restore 
the original electrode properties, reusing the same MEAs a number 
of times.
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